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Abstract 


! 


A method Is described for monitoring the changing thickness of a thin oil film 
subject to an aerod3mamlc shear stress using two focused laser beams. The measure- 
ment is then simply analyzed in terms of the surface skin friction of the flow. 

The analysis includes the effects of arbitrarily large pressure and skin-friction 
gradients, gravity, and time-varying oil temperature. It may also be applied to 
three-dimensional flows with unknown direction. ■ Applications are presented for a 
variety of flows Including two-dimensional flows, three-dimensional swirling flows, 
separated flows, supersonic high Reynolds number flows, and delta-wing vortical 
flows. 
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“ dT/dt [see Eq. (9)] 

* local skin-friction coefficient, x/q 
external flow pressure gradient 

« gravitational acceleration 

* step height 

“ incidence angle for interferometer flat 

B laser beam incidence angle measured from the normal to a surface 
B Mach number 
= fringe number 

= coordinate perpendicular to oil-flow direction (see Fig. 4). 

= Interferometer flat index of refraction 
= oil index of refraction 
= free-stream dynamic pressure 

<= Reynolds number; also, refraction angle for interferometer flat 
B laser beam refraction angle within oil measured from the normal 
to a surface 

= oil-viscosity/ temperature-slope [see Eq. (11)] 

“ coordinate along oil-flow direction (see Fig. 4); also, delta wing 
semispan 

B temperature; also. Interferometer flat thickness 
= time 

“ tunnel free-stream speed 

B transverse speed on surface of rotating cylinder 

= coordinate parallel to line joining beams (see Fig. 4); also, distance 
downstream from step 
B tunnel height 
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y “ oil thickness; also, delta wing semispan distance 

2 * coordinate perpendicular to line joining beams (see Fig. 4) 

a “ tunnel-wall deflection angle; also, delta-wing angle of attack 

Y ■ local oil-flow angle with respect to the x coordinate (see Fig. 4) 

AN “ Incremental change in fringe number 

At B Incremental change in time 

Ax •= beam spacing 

6 = bound ary- layer thickness 

e “ pressure gradient and gravity-correction parameter [see Eq. (8)] 

6 B surface inclination from horizontal 

X “ laser wavelength 

V = oil kinematic viscosity 

p « oil density 

T = local skin friction 

Superscripts 

( ) ' = corrected or "effective” value 

( ) = average value 

Subscripts 

L = model length 

x,z = directions as shown in Fig. 4 

1,2, 3,4 = refer to positions in Figs. 1 and 4, or to times In Fig. 3 
= free-stream conditions 
6 “ momentum thickness 
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Introduction 


The importance of skin-friction data in aerodynamic testing has stimulated the 
development of a wide variety of skin friction methods for the measurement of data 
in both two- and three-dimensional flows. Winter (1977) describes the principal 
methods for two-dimensional flows. These methods Include the free-floating element 
balance, the analysis of mean-velocity data with the Clauser chart included, the 
Preston tube, and surface thin-film heat-transfer gauges. Measuring skin friction in 
three-dimensional flows is more difficult, and fewer methods have been developed. 

For such flows, McAllister, Pierce, and Tennant (1982) use a free-floating element 
balance, Hlguchl and Peake (1978) use a bidirectional buried-wire gauge, and Higuchi 
and Rubesln (1981) use a bidirectional surface-fence gauge. 

Although the above methods have been widely used, they all are seriously limited 
in one or more respects. For example, whereas the free-floating element balance 
measures skin friction directly, it is delicate, expensive, difficult to fabricate 
and calibrate, and subject to unknown element misalignment and pressure-gradient 
errors. The other methods are based on near-wall flow similarity and, thus, measure 
skin friction only Indirectly. Consequently, the applicability of these methods is 
limited. They also require either permanent installation in a surface or are intru- 
sive to the flow. Clearly, new and reliable methods for measuring skin friction in 
both two- and three-dimensional flows are desirable. 

One new approach is the oil-viscosity balance method first described by Tanner 
(1977) , in which he used a laser Interferometer to measure the thickness of a thin 
oil film flowing on a surface subject to shear stress. This approach has the impor- 
tant advantage of being a direct method similar to the floating-element balance and 
consequently does not require calibration in a known flow. It can also be used in 
either a two- or a three-dimensional steady flow. Additionally, this method is 
inexpensive, simple to use, potentially very accurate, easy to relocate at various 
test points, and nonintrusive. 
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The development of the method has progressed through several steps. Tanner 
(1977) verified the first version of the method in a low-speed, two-dimensional, 
flat-plate flow. Monson and Higuchi (1981) described a more practical, two-beam 
instrument that allows easy test point relocation and eliminates the need to visually 
locate the oil leading-edge position. The theory for the method was also extended, 
thus eliminating the need to measure total oil flow time. This method was verified 
in a low-speed simple flow. Honson, Driver, and Szodruch (1981) further extended the 
theory for the method to account for the change in oil temperature and to allow appli- 
cation to three-dimensional flows. The preceding method was verified in separated 
flows, high-Reynolds-number supersonic flows, and complex flows on a delta wing. 
Finally, Monson (1983) verified the accuracy of the three-dimensional flow method 
with measurements in a swirling three-dimensional boundary-layer flow. 

This paper reviews the laser Interferometer method for measuring skin friction 
and presents examples of its application to a variety of flows. 

2. The Laser Interferometer Technique 
2.1 Principle 

Figure 1 Illustrates the principle of the two-beam laser-interferometer skin- 
friction method as described by Monson and Higuchi (1981) . Two laser beams with 
known spacing are focused on a surface such that the line between them is parallel to 
the desired measurement direction. This direction is usually aligned with the known 
surface flow direction. (Special requirements on the oil-line geometry are dis- 
cussed in Section 2.3 for cases in which the measurement and flow directions differ.) 

A line of oil is applied ahead of the front beam, the flow is started, and the oil 
flows downstream past the two beams. The laser beams measure the time rate of 
change of the oil film's slope by monitoring the time-dependent optical interference 
as discussed in Section 2.2. This information, in turn, is used to compute the 
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average skin friction during the measurement period using the oil-flow theory and 
data-reductlon equations discussed in Section 2.3. 


2.2 Instrument 

A schematic of the two-beam instrument developed by Monson and Higuchl (1981) 
is shown in Fig. 2. The linearly polarized output from a He-Ne laser is expanded 
and passed through a neutral-density filter to reduce its power to a level that 
avoids the effects of local oil heating [see discussion by Tanner (1977)] . The 
single beam is then split into two parallel beams of known spacing with an angled 
Interferometer flat. In the notation of Fig. 1, the beam spacing, Ax, is determined 
by the properties of the interferometer flat as 

Ax = 2T cos (I) tan(R) , (1) 


where 


tan(R) = tan [arc sin(sln(I)/n )] 

o 


[For example, Monson and Hlguchi (1981) used a fused silica flat 6.4 mm thick with a 
45® incidence angle to achieve a beam spacing of 5 mm.] One beam passes through a 
half-wave retardation plate to rotate its polarization 90®, and then both beams are 
focused on a polished model surface or wall containing an oil film. The beams 
reflect from both the surface and the oil, causing optical interference. The two 
beams of crossed polarization are then separated with a polarization beam splitter 
and focused on separate photodiodes. Additional polarizers and filters at the photo- 
diodes provide further signal isolation and background noise reduction. The photo- 
diode signals may then be recorded on a two-channel chart recorder or another 
appropriate device. As the oil thickness changes, the light intensities in each beam 
are modulated by alternating constructive and destructive interference between the 
oil and surface reflections. A typical recorded fringe record is shown in Fig. 3. 

The transmitting and receiving components are mounted on separate tripods to allow 
versatile test positioning of the laser beams. 
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angle. 


The only constraint on the geometry pertains to the laser-beam incidence 
The two-beam instrument cannot be used if wind-tunnel geometries require angles in 
the range between 30* and 70®. There, the angles are too near the oil Brewster 
angle of 5A®, where the oil reflects the p-polarization poorly. One method of avoid- 
ing this problem is to increase the incidence angle to a value beyond 70*. This 
grazing-incidence method is described in more detail by Monson et al. (1981). Another 
solution is to use only an s-polarized beam and to apply the single-beam method 
described in Section 2.3. 

2.3 Theory 

Tanner and Blows (1976) showed that the skin friction can be related to the slope 
of an oil film flowing from the action of shear stress according to 

s = pv 

yt t 3y/8x ’ (2) 

where the notation is from Fig. 1. The quantities on the right-hand side can all be 
measured. Oil density and viscosity are determined in advance as a function of tem- 
perature. The remaining quantities may be measured with the two-beam laser inter- 
ferometer method described in Section 2.1. The data-reduction equations derived by 
Monson et al. (1981) are summarized here in their generalized version. Simpler 
versions pertinent to special flows will also be presented in this section. 

The generalized data-reduction equations are derived with reference to Fig. A 
for flows with unknown direction. As shown, the focused beams from a two-beam laser 
transmitter Impinge on the oil at points (1) and (2) located along a line in the 
desired measurement direction, defined here as the x axis. A straight line of oil is 
assumed to be applied along the z axis upstream of beam (1) orthogonal to the x axis. 
Because of shear stress, the oil then flows along streamlines aligned at an unknown 
angle, y, which defines the rotated coordinate system (s,n) where s is aligned with 
the local flow direction. Oil streamline curvature in this small region is neglected. 
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Arbitrary pressure and skin-friction gradients, gravity forces, and a changing oil 
temperature are taken into account. 

Using the conditions above and the notation of Figs. (1), (3), and (4), the x 
component of skin friction at point (3) corrected for pressure and gravity gradients 
is 


■ 3x 3x 


- O 


(3) 


Here, Is the uncorrected skin friction given by 


with 


2n^pvi cos(r) 


4x 


3x 


(NJ tj - N^tp 


\ 
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""I “ /Atl AMA 
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S (1 + SAAt4> Atsd + -|SAAt3) 
cos(r) = cos ^arc sin , 


( 7 ) 
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and 


^ = 2n^T3'Jo.(r) [t ‘ ' (« 

In the above equations, A is determined by a direct wall-temperature measurement as 

A = (T2 - Ti)/At2 , (9) 

so that the temperature variation during a measurement may be expressed as 

T(t) S Ti + A(t - tp . (10) 

The parameter, S, is a predetermined oil constant in the oil viscosity- temperature 
equation 

v(t) - vi exp [-S(T(t) - Ti)] . (11) 

In Eq. (8), the term (pgsin(0))jj is the gravity component in the x direction, and 
Nj is a time averaged value for fringe number at point (1). Monson (1983) finds 
that a value 

n[ = (N{ + AN 2 / 2 ) (12) 

is a reasonable choice based on measurements where the skin friction was known and a 
gravity force was present. In making skin-friction measurements in the presence of 
gravity or pressure gradients, accuracy is enhanced if care is taken to keep the 
value of the correction parameter, e^, less than a few percent of unity. This param- 
eter can be controlled by taking data only after the oil film has thinned to the 
extent that the value of Nj| in Eq. (8) becomes sufficiently small. 

Note that the skin-friction gradients do not appear explicitly in the above set 
of equations. However, Monson (1983) shows that the effect of the gradients can be 
made negligibly small to first order even for large gradients when the analysis is 
applied at point (3) between points (1) and (2) as shown in Fig. A. 

Although the above equations are derived for the x component of skin friction, 
the analysis is applicable for any direction. The only requirements are that the 
applied line of oil is straight and perpendicular to the measurement direction if it 
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differs from the local flow direction, and that the gradients in Eq. (8) are taken 
along the measurement direction. For example, by rotating the laser beam and oil 
orientations 90® in Fig. 4, the orthogonal skin-friction component, is measured. 

By measuring two skin-friction components, the total skin-friction magnitude and flow 
direction at that point are obtained in a flow with unknown direction. 

The general set of data-reduction equations presented here can be simplified for 
certain special flows. First, for constant temperature, A in Eq. (6) is zero and 
the corrected and measured time increments are equal. Second, is zero when no 
pressure or gravity gradients are present. The corrected and uncorrected skin fric- 
tion in Eq. (3) are then equal. Third, for small skin-friction gradients, the 
requirement on positioning the laser beams at the measurement point (3) can be 
relaxed. Fourth, if the local flow direction is known and is equal to the measure- 
ment direction, the applied oil line need be neither straight nor perpendicular to 
the measurement direction. Finally, in some flows a single-beam method may be more 
convenient. This is done by using the front beam to locate the oil leading edge 
visually Isee Tanner (1977)]. Then the product, N^t^, in Eq. (4) is zero, and the 
known beam spacing, 4x, simply becomes the distance from the oil leading edge to the 
downstream beam position at point (1) . 

3.0 Experimental Verifications 

3.1 Axisymmetric Two-Dimensional Boundary-Layer Flow 

The initial verification experiments for the two-beam laser interferometer 
method were performed by Monson and Higuchl (1981) and later repeated by Monson (1983) 
in a simple two-dimensional boundary-layer flow with no gradients. The test facility 
was a low-speed wind tunnel sketched in Fig. 5. The tunnel has a cylinder mounted 
along its centerline on which the skin friction was measured. (A section of the 
cylinder can be rotated to produce a swirling boundary layer, but the cylinder was 
stationary for these tests.) Freestream flow speeds up to 50 m/s are possible. 
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Large plexiglass side windows allow laser beam access in and out of the tunnel. The 
oil temperature was measured with a thermocouple in the cylinder. 

Monson and Hlguchi (1981) measured skin friction on the cylinder using the laser 
Interferometer method, a Preston tube, and a "law-of-the-wall" method. They found 
excellent agreement between all methods and with the predictions of a turbulent 
boundary-layer code. The only problem encountered was from occasional dust in the 
oil which caused erratic signals. 

Monson (1983) later repeated the measurements on the cylinder using a dust 
filter at the tunnel inlet. A, large number of measurements were made at each loca- 
tion so that an uncertainty analysis on the accuracy of the method could be performed. 
Those results are presented in Fig. 6 along with measurements using a surface-fence 
gauge and a theoretical prediction. As before, agreement between the two methods and 
with theory is excellent. 

The error bars on the mean laser Interferometer data represent confidence limits 
of 95%. These limits are assessed using the RMS uncertainty analysis of Kline and 
McClintock (1953). The analysis includes the uncertainty in computed skin friction 
which arises from the estimated fixed uncertainty in the data-reduction variables. 

It also Includes twice the standard deviation due to random variations within the set 
of repeated measurements at each position. Based on these estimates, the accuracy 
of the laser interferometer method is within ±5%, at least for this simple flow. 

This accuracy compares with an estimated ±10% uncertainty in the calibration of the 
surface-fence gauge. 

3.2 Axisymmetric Swirling Three-Dimensional Boundary-Layer Flow 

Verification experiments for the three-dimensional flow version of the laser 
Interferometer method were performed by Monson (1983) in the same low-speed wind 
tunnel described in Section 3.1. These experiments incorporated the rotating section 
of the center cylinder to produce a spinning boundary layer. The swirling boundary 
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layer Is convected to a downstream stationary segment where it becomes three- 
dimensional as it begins turning through 90° and relaxing toward a stream parallel 
to the tunnel axis. Skin-friction measurements in the axial and transverse direc- 
tions were made at several axial positions on the downstream stationary segment. 

The precision required in applying the oil line in three-dimensional flows was 
achieved by applying oil to the edge of a contoured plastic card, and then, guided by 
alignment marks, touching the card edge to the cylinder. The axial measurements and 
some of the transverse measurements were performed with the two-beam method. How- 
ever, lAen the flow angle was shallow, the transverse measurements were made with 
the single-beam method to shorten the distance between the measuring point and the 
initial oil position and thus reduce problems with surface waves. 

The two skin-friction components, Cf^ and Cf^, measured at several axial posi- 
tions, are conqiared in Fig. 7 with measurements using a bidirectional surface-fence 
gauge and with a theoretical calculation including cylinder spin. Excellent agree- 
ment between the two methods and with theory is observed for the axial components. 

The error bars on the laser interferometer data show comparable accuracy to the zero- 
spin data discussed in Section 3.1. Except for the last downstream position, excel- 
lent agreement between the two methods is also found for the transverse components. 
Agreement with theory is not as good as in the transverse direction, but Higuchi and 
Rubesin (1981) attribute this to limitations in the turbulence model. 

The poor agreement between the experimental methods for the transverse direction 
at the last doxmstream position can be attributed to errors arising from the shallow 
3° flow angle there. Monson (1983) finds that shallow flow angles result both in 
long oil-flow path lengths which cause a persistence of oil surface waves, and large 
errors in measured skin friction caused by small errors in applied oil line direction. 
The gravity correction also becomes large, which makes the theory less accurate. As 
a result, this angle is probably close to the lower limit for which the present 
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method can accurately measure the transverse skin-friction component in three- 
dimensional flows. 

3.3 Separated and Reattached Two-Dimensional Flow 

Monson, Driver, and Szodruch (1981) applied the laser interferometer method to 
the measurement of skin friction in the separated and reattached two-dimensional flow 
behind a rearward-facing step. The tests were performed in a small, high-Reynolds- 
number, subsonic, continuous -running tunnel. The test-section geometry and test 
conditions are shown in Fig. 8. The top wall angle is adjustable to alter the free- 
stream pressure gradient and reattachment length. 

Skin-friction measurements were made at several locations in the region of 
attached flow ahead of the step and throughout the separated and reattached regions 
downstream of the step. Data were obtained at top wall deflection angles of 0® and 
6®. The single-beam method described in Section 2.3 was used because tunnel access 
limited the laser-beam Incidence angle to near-Brewster angles. Pressure-gradient 
corrections were applied to the data from measured pressure distributions. The cor- 
rections were a few percent near reattachment, and negligible elsewhere. The effects 
of skin-friction gradients were made negligible (to first order) by locating the 
laser beams on either side of the measurement point as described in Section 2.3. 

The measured skin-friction coefficients are shown in Fig. 9 for 0® wall deflec- 
tion. The data show excellent agreement with Preston tube and ”law-of-the-wall” 
measurements ahead and downstream of the separated region. However, these other 
methods are not applicable in separated flow. The laser Interferometer data show 
excellent repeatability and self-consistency throughout the separated region, and 
they are in good qualitative agreement with a theoretical calculation by Sindir 
(1982). A point of special interest is that by using low-viscosity oil, a repeat- 
able measurement of the very low skin friction of 0.1 N/m^ is obtained where it 
occurs in the small comer eddy region at the base of the step. This demonstrates 
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the capability of the method to measure small-scale flow details, as well as very 
low levels of skin friction, simply by tailoring the oil viscosity to the flow con- 
ditions. Also note the ability of the method to successfully measure the mean skin 
friction close to a reattachment point even though the forces are low and the flow 
fluctuations are high in that region. This is possible because the oil tends to 
damp the fluctuations. Similar results were also obtained for a 6® wall-deflection 
angle. 

3.4 Supersonic High-Reynolds-Number Two-Dimensional Boundary Layer Flow 

Monson, Driver, and Szodruch (1981) applied the laser interferometer skin- 
friction method to supersonic high-Reynolds-nimber flow. The measurements were made 
in the two-dimensional boundary layer on the nozzle wall of the NASA Ames High- 
Reynolds-Number Channel I, a variable-temperature blowdown facility designed for 
stagnation pressures up to 30 atm. Rectangular — 2 and 3 nozzles were used. 
Tunnel optical access required the use of the single-beam method. A thermocouple 
measured the tunnel-wall temperature changes during the runs and the skin-friction 
data were corrected for variable oil temperature. 

The skin-friction data are shown in Fig. 10 for = 2 and 3 over a range of 
Reynolds number which was changed by varying tunnel stagnation pressure. Oil vis- 
cosities were 1000 or 3000 cs, depending on the pressure. The data are compared with 
the predictions of a reliable, turbulent boundary-layer code. These data agree with 
the computations within ±10% at both Mach numbers over the Reynolds number range 
tested. 

Although this agreement demonstrates the utility of the laser interferometer 
method in supersonic high-Reynolds-number flow, the accuracy of the results is less 
than that achieved in the previously discussed low-speed tests. The reduced accu- 
racy is a consequence of the high skin-friction levels encountered and not the fact 
that the flow was supersonic. High skin-friction levels produce surface waves on 
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the oil that persist until the oil is very thin. Thus, few useful fringes can be 
recorded within the test time available or before the oil becomes too thin to allow 
a successful measurement. This may represent a fundamental limitation on the laser 
Interferometer method although measurements closer than 5 mm to the oil leading edge, 
or use of higher viscosity oil, might extend this limit somewhat. In spite of the 
limitations at high skin-friction levels, the preceding method successfully measured 
skin-friction levels up to 120 N/m^; i.e., 40 times higher than the levels of the 
previously discussed low-speed tests. 

3.5 Supersonic Three-Dimensional Delta Wing Flow 

Monson, Driver, and Szodruch (1981) measured skin-friction using the laser inter- 
ferometer method in the three-dimensional vortical flow on the lee side of a delta 
wing at angle of attack. This is a severe test of the preceding method because of 
the complex flow over the wing. The general features of the flow are shown in 
Fig. 11. Typically, this flow is characterized by a primary vortex separation at the 
leading edge, a reattachment further inboard, and a secondary vortex separation 
within the primary vortex. Strong surface cross-flow exists between the primary 
attachment line and the secondary separation line. Consequently, the skin friction 
can be expected to vary significantly across the span. 

Tests on the delta wing were run at = 2 and 3, and at angles of attack of 
0* and 8“ in the previously described High-Reynolds-Number Channel I. Axial skin- 
friction components were measured across the span using the single-beam and three- 
dimensional methods described in Section 2.3. Variable oil— temperature corrections 
were included in the data reduction. 

Skin-friction data for = 3 and a = 8“ are shown in Fig. 12. The axial 
skin friction decreases from the centerline outward and then reaches a narrow peak 
near the primary vortex centerline. It then Immediately falls to a very low value 
near the adjacent separation line and rises to a new but lower peak value under the 
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secondary vortex. Measurements with other methods for comparison were not possible 
In this complex flow, nor were theoretical computations available. Thus the accu- 
racy of the laser Interferometer data cannot be assessed. However, one might expect 
a turbulent flat-plate boundary-layer calculation using local-edge conditions to give 
at least an approximate estimate for skin friction on the centerline of the delta 
wing. The result of such a calculation Is shown In Fig. 12, and the data are 
observed to be In good agreement with It near the centerline. But, as expected, the 
calculation falls further outboard where the vortex structures dominate the flow 
field. Similar results were obtained for other Mach numbers and angles of attack. 

Although the accuracy of the above results cannot be fully verified, the good 
repeatability and agreement with theory on the centerline demonstrate the utility of 
the laser interferometer method to measure skin friction in very complex flows where 
other methods are not applicable. 

4. Conclusions 

A nonlntrusive laser interferometer method for measuring skin friction by moni- 
toring the thickness of a thin oil film has been described. The method applies to 
flows with arbitrarily large pressure gradients and skin-friction gradients, and to 
three-dimensional flows with unknown direction. The accuracy of this method has 
been verified in a series of tests incorporating the above effects. These include 
simple two-dimensional flows, three-dimensional swirling flows, separated flows, 
supersonic high-Reynolds-number flows, and complex three-dimensional delta-wing flows. 
Limitations to the method occur in flows possessing high dust levels, at very high 
skin-friction levels, or when measuring transverse skin-friction components in 
three-dimensional flows nearly perpendicular to the local flow direction. In spite 
of these limitations, this method has been used to successfully measure skin-friction 
levels between 0.1 and 120 N/m^, and transverse components in three-dimensional 
flows within 3° of perpendicular to the local flow direction. These results 
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establish the utility of this method for measuring skin friction in a wide variety 
of flows where other techniques are limited or impractical. 
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